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The number of patients with the extremely rare disease gastro-
enteropancreatic (GEP) neuroendocrine tumor (NET) has increased
rapidly in recent years. 111In-pentetreotide SPECT in somatostatin
receptor scintigraphy has been used for the assessment of GEP
NET patients. To diagnose GEP NET, appropriate selection of
image correction parameters is critical. Correction methods
may improve the 111In-pentetreotide SPECT image quality,
but there is currently no standard technique. The purpose of this
study was to determine the optimal correction parameter set-
tings for 111In-pentetreotide SPECT. Methods: A phantom study
produced images with a tumor-to-background ratio of as high
as 16:1. A triple energy window was used for scatter correction
(SC), and attenuation correction (AC) was CT-based. Correlation
analysis was performed in 4 groups: no correction (NC), SC, AC,
and combined SC with AC (CC). The 111In-pentetreotide SPECT
results for 20 randomly selected patients (13 men and 7 women;
age range, 37–81 y) with confirmed GEP NET were analyzed
using data collected 4 h after injection of 111 MBq of 111In-
pentetreotide. Emission data were reconstructed using ordered-
subset expectation maximization (OSEM) with different settings.
Different combinations of the correction parameters were
used to analyze the contrast-to-noise ratios (CNRs) obtained
with the phantom. In the clinical study, 20 GEP NET patients
were used to evaluate the GEP NET lesion CNR by 4 different
image correction methods obtained from 111In-pentetreotide
SPECT images: NC, SC, AC, and CC. NC was used as a
reference method. Results: The phantom study revealed that
the optimal energy window in the photopeak for somatostatin
receptor scintigraphy was 171 keV ± 10% and 245 keV ±
7.5%, and the optimal OSEM reconstruction conditions were
8 subsets and 6 iterations. Among the OSEM collection conditions,
CC produced a significantly higher CNR than NC or SC (P , 0.05).
In the clinical study, CC was found to increase the CNR (P, 0.05).
Conclusion: CC improves the correction in 111In-pentetreotide
SPECT studies, compared with NC, providing better contrast and
sharper outlines of lesions and organs.
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Neuroendocrine tumors (NETs) from neuroendocrine
cells are rare, with a reported annual age-adjusted incidence
of about 3–5/100,000 (1,2). Most of these tumors are de-
rived from the gastroenteropancreatic system. However, in
recent years, according to an epidemiologic survey con-
ducted in Japan, the number of patients with NETs has
increased rapidly (3). This increase may be due in part to
improvements in imaging and biochemical methods of detec-
tion. As advanced clinical study results for NETs became
recognized, a World Health Organization classification
for gastroenteropancreatic (GEP) NETs was introduced,
with a grading system based on the mitotic index and Ki-67
proliferation index (4). NET symptoms for diagnosis can be
caused by hormonal excess, local tumor growth, metastatic
spread (5), and high expression of several receptors (6).

Recent clinical studies have indicated that 111In-pentetreotide
SPECT in somatostatin receptor scintigraphy is effective for the
diagnosis and staging of GEP NETs (7). In contrast, because of
the small lesion size, the various anatomic locations, and the
low metabolic rate, CT, ultrasound, and MRI are often insuf-
ficient for GEP NET diagnosis (8). Therefore, functional im-
aging with 111In-pentetreotide SPECT has an important role in
evaluating patients with GEP NETs. Furthermore, multivariate
analysis of GEP NETs has revealed significant differences in
age, size, depth of invasion, lymph node involvement, distant
metastasis, and location. Ito et al. (9) reported distant metas-
tases in 21% of patients with nonfunctioning tumors or
pancreatic endocrine tumors, occurring more frequently
as tumor size increased (.2 cm). Lymph node metastases
from gastrointestinal NETs also occurred more frequently as
tumor size increased (.1 cm) (9).
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Optimization of SPECT image reconstruction for the detec-
tion of small lesions is crucial to the interpretation of 111In-
pentetreotide SPECT images of GEP NETs. The ordered-subset
expectation maximization (OSEM) algorithm (subset number
and iteration number for a defined number of subsets) (10) has
become the most important iterative reconstruction technique
in SPECT studies. There is no standard technique to optimize
the differential correction method for 111In-pentetreotide SPECT
imaging of GEP NETs.
The purpose of this study was to determine the optimal

correction parameter settings for 111In-pentetreotide SPECT
images of GEP NETs.

MATERIALS AND METHODS

Phantom Study
The phantom was initially filled to simulate the quantitative

outcome measures of tumor density obtained from the SPECT
systems. All SPECT images were reconstructed with iterative
techniques including OSEM. For the first phantom study, energy
window width (EWW) and OSEM reconstruction conditions were
used. We used a SPECT QA phantom (JS-10; Kyoto Kagaku Co.,
Ltd.) containing 5 hot volumes. The phantom was initially filled at
a ratio of 16:1, and background activity was simulated with uniform
111In solutions of 352 and 22 kBq/mL. The diameters of the hot
volumes were set at 7, 10, 15, 20, and 30 mm. We examined whether
determining the optimum EWW from the typical window locations
(set at about 171 and 245 keV) was necessary. We compared results
from conventional photopeak 15% and 20% windows using 4 differ-
ent sets of EWW parameters. In addition, the scheme of optimization
of the SPECT images with use of the OSEM technique included 6
different sets of reconstruction parameters. The analysis used the
number of subsets (8) and the variable number of iterations (3–8).

For the second phantom study, an anthropomorphic abdominal
phantom (LKS [liver/kidney]; Kyoto Kagaku Co., Ltd.) was used
for 111In-pentetreotide SPECT imaging. The tumor-to-liver-to-
background concentration ratio was 16:4:1, and background activity
was simulated with uniform 111In-pentetreotide solutions of 352, 88, and
22 kBq/mL (OctreoScan; Fujifilm Toyama Chemical Co., Ltd.). Because
the SPECT QA phantom study showed a 15-mm hot signal, we made a
phantom to simulate the tumors using rods 15 mm in diameter. Based on
the comparison of 4 correction techniques, the triple energy window was
used for scatter correction (SC), whereas CT-based correction was
used for AC. Correlation analysis was performed using 4 groups:
no correction (NC), SC, AC, and CC (combined SC and AC).

Clinical Study
Twenty patients (13 men and 7 women; age range, 37–81 y) with

suspected GEP NET who underwent abdominal 111In-pentetreotide
SPECT from April 2017 to April 2019 were selected in a masked
manner for enrollment in this retrospective study. Final diagnoses
(20 GEP NETs) were confirmed by an endocrine physician as
shown in Table 1. The patients were administered 111 MBq of
111In-pentetreotide, and images were acquired 4 h after injection.
The patients did not undergo any preparation before scanning.

The study protocol was approved by the Ethics Committee of
Gunma University (approval HS 2019-067).

SPECT Acquisition Conditions
An E-CAM (Canon Medical Systems) dual-detector g-camera

system equipped with a medium-energy low-penetration collimator

was used for both the phantom study and the clinical study. Pa-
tients were scanned at 10� intervals over 360� (36 s/step, 11 min in
total) in a supine position using step-and-shoot mode and a 128
· 128 matrix. The reconstructed pixel size was 4.8 · 4.8 mm, with
a zoom of 1.0. The energy for 111In was set at 171 keV 6 10%
(20%) and 245 keV 6 7.5% (15%). With regard to energy, the
resolution was 10.4%. The scattered-radiation-estimate window
was set on both sides of the photopeak window at 7% of the
window width. Emission data were reconstructed using a GMS-
7700R workstation (Canon Medical Systems). Reconstruction was
based on the OSEM algorithm (10). A Butterworth filter (photo-
peak image: order of 8, cutoff frequency of 0.50 cycles/cm; Comp-
ton scatter image: order of 8, cutoff frequency of 0.4 cycles/cm for
SC) was used as a prefilter.

Image Processing
SC was set using triple energy windows (11) in which the main

window was at the peak of 171 keV 6 10% and 245 keV 6 7.5%
and 2 additional windows for SC were at 171 and 245 keV 6 7%.
The OSEM CT-based method was used for AC, with the boundary
fixed in the abdomen. The AC was m5 0.135 cm21. An automatic
registration tool (ART; Canon Medical Systems) was used with
the 320-detector CT scanner (Aquilion ONE; Canon Medical Sys-
tems) data for AC of the emission images (12). This software tool
uses 2 methods for automatic registration of 3-dimensional images
acquired from different scanners. All CT datasets for ART were
acquired within 2 mo from the day on which somatostatin receptor
scintigraphy was conducted. We applied OSEM with 8 subsets and
6 iterations in the clinical study. The data were reconstructed into
4 groups to compare the effects of AC and SC: NC, SC, AC, and
CC. In the clinical study, NC was taken as a reference, as is common
in clinical practice.

Contrast-to-Noise Ratio (CNR) for the
SPECT Analysis

All SPECT data were imported into software (Daemon Re-
search Image Processor; Fujifilm Toyama Chemical Co., Ltd.).
Using the SPECT QA phantom data, we determined the optimal
parameters of EWW based on the image reconstruction method
and iterations in the reconstruction. Figure 1 shows an example
region of interest (ROI). We evaluated the CNR of the SPECT

TABLE 1
Patient Characteristics

Characteristic Data

Age (y) 66.0 ± 15.6 (37–81)
Sex
Male 13
Female 7

Final diagnosis
Pancreatic NET 1
Stage G1 7
Stage G2 2
Stage unclear 6

Duodenal NET 2
Rectal NET 2
Lymph node metastases of NET 1

Qualitative data are numbers; continuous data are mean ± SD

followed by range (n 5 20 patients).
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values in 5 circular ROIs corresponding to each rod diameter (7,
10, 15, 20, and 30 mm; Fig. 1). The ROI positioning was based on
the CNR method developed by Sreedhar (13). The CNR for each
sphere in the phantom was calculated as

CNR 5 jC 2 CB

sBG
j;

where C is the average number of counts in the sphere of interest,
CB is the average number of counts in the background (BG) ROI,
and sBG is the SD in the background ROI. Using LKS phantom
data, we determined the optimal parameters for correcting the
images. We evaluated the CNR of the SPECT values in 3 circular
ROIs (liver, pancreas, and spleen) to produce a phantom simulat-
ing a tumor with a rod 15 mm in diameter, as in Figure 1. Sim-
ilarly, in the clinical study, ROIs were selected in the SPECT
images over the tumor (C) and abdomen (CB, sBG) at 4 h after
injection.

Statistical Analysis
We compare the 4 different sets of reconstruction correction

settings for 111In-pentetreotide SPECT imaging. The Tukey test
was used in GEP NET patients (n5 20). Statistics were performed
with IBM SPSS Statistics (version 23; IBM Corp.). A P value of
less than 0.05 was considered significant.

RESULTS

Phantom Study

The results of the SPECT QA phantom study were analyzed
according to the EWW and OSEM from 111In-pentetreotide
SPECT. The 111In-pentetreotide SPECT image reconstruction
conditions were compared using the CNR parameter acquired
from the SPECT QA phantom.
Figure 2 shows the optimum EWW from all typical win-

dow locations (set at about 171 and 245 keV) and 4 differ-
ent sets of EWW parameters. When the hot-rod diameter
was 15, 20, or 30 mm, the CNRs using the energy windows
of 171 keV 6 10% and 245 keV 6 7.5% were significantly
different from the other parameters (P , 0.05).

OSEM reconstruction conditions are plotted as the number
of iterations in Figure 3. The numbers of iterations using
OSEM reconstruction conditions were also compared on
the basis of CNR. The number of subsets was set at 8. The
numbers of iterations were compared using different recon-
struction parameters. The result showed that the highest
CNR for OSEM reconstruction conditions was obtained with
8 subsets and 6 iterations (P , 0.05).

Figure 4 shows the OSEM collection conditions obtained
by CNR measured for 111In-pentetreotide SPECT. This
finding confirmed the LKS phantom study results. When
NC, SC, and AC were used, the CNR of the pancreas
was significantly lower than that of liver (P , 0.05). The
representative axial phantom scan slices shown in Figure 5
demonstrate the effects of SC, AC, and CC on the tumor
compartment and background.

Clinical Study

Figure 6 shows the CNR results for GEP NET patients
evaluated by 4 different methods of correcting 111In-pentetreotide

FIGURE 1. Comparison of SPECT QA (JS-10) phantom
images for EWW, image reconstruction conditions, and CT
images and of anthropomorphic abdominal (LKS) phantom for
image collection conditions.

FIGURE 2. CNR of hot rods for optimum EWW in phantom
study. EWW setting of 171 keV ± 10% and 245 keV ± 7.5% was
significantly better than other settings (P , 0.05).

FIGURE 3. Optimization of OSEM technique between CNR and
numbers of iterations in phantom study. OSEM reconstruction
conditions of 8 subsets and 6 iterations gave significantly highest
CNR (P , 0.05).
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SPECT images. SC and AC did not result in a CNR signif-
icantly different from that for NC (P 5 0.86). Only CC
showed a significantly higher CNR than that for NC and
SC (P , 0.05).
Figure 7 shows a representative case: a 66-y-old woman

with a body mass index of 24.8 kg/m2. A hypervascular
pancreatic-head lesion 15 mm in diameter was noted on
early dynamic MR images, and postsurgical pathologic ex-
amination confirmed it to be a G2 NET. Since the pancreatic
head is relatively deep in the abdomen, 111In-pentetreotide
SPECT with NC showed weak visualization of the lesion.
SPECT with CC better delineated the lesion by the decreas-
ing background noise and AC.

DISCUSSION

On the basis of a phantom study, we determined EWW,
OSEM reconstruction conditions (8 subsets and 6 itera-
tions), and correction parameter settings to improve the
CNR for 111In-pentetreotide SPECT images. In a clinical
study of GEP NET patients, the CNR of the lesion when
corrected with CC was significantly higher than that with
NC or SC.

The optimal EWW and OSEM reconstruction condi-
tions improved the CNR for 111In-pentetreotide SPECT
acquisition. The European Neuroendocrine Tumor Soci-
ety consensus guidelines—the standard of care in NETs—
provide a tool to accurately assess the diagnosis of NETs,
recommending that both photopeaks of 111In be centered
over 20% energy windows (14). In our study, we compared 4

FIGURE 4. Comparison of 4 techniques of SPECT image
correction (NC, SC, AC, and CC) in phantom study. Although
underestimation occurred in pancreas when NC and SC were
used, CC showed no significant difference (P 5 0.83). In
particular, CC gave significantly better CNR for pancreas than
did NC or SC (P , 0.05).

FIGURE 5. Axial phantom SPECT images corrected by 4
methods (NC, SC, AC, and CC).

FIGURE 6. Box plot of CNR evaluated by 4 methods (NC, SC,
AC, and CC) in 20 GEP NET patients. NC and SC showed no
significant difference (P 5 0.86), whereas CC showed significant
differences from NC and SC.

FIGURE 7. Case of G1 NET of pancreatic head without
metastasis. (A) Highly enhanced lesion (arrow) in pancreas is
noted in early dynamic MR image. (B) 111In-pentetreotide SPECT
images with NC, SC, AC, and CC depict abnormal uptake in
corresponding upper abdominal area (arrows). Although images
with SC and AC show comparable visualization of lesion with NC,
CC delineates lesion most clearly.
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different sets of EWW parameters based on this guideline.
The optimal EWW was found to be 171 keV 6 10% and
245 keV 6 7.5%, compared with the guideline conditions.
We thus recommend that the optimal EWW should be set to
171 keV 6 10% and 245 keV 6 7.5% in the clinic. In the
OSEM algorithm, an excessive number of iterations might re-
sult in SPECT images that are too noisy (15).
Alexander et al. reported that somatostatin receptor

scintigraphy missed one third of all tumor lesions found
by surgery; somatostatin receptor scintigraphy detected
30% of gastrinomas 1.1 cm or smaller, 64% of those 1.1–
2 cm, and 96% of those larger than 2 cm (16). To minimize
false-negative diagnoses, Ruf et al. reported that AC in
111In-pentetreotide SPECT/CT data has the potential to im-
prove sensitivity, especially with a more centrally localized
focus (17). In our phantom study, CC in the pancreatic area
showed a higher CNR than did NC, possibly because of AC
and SC. Similar results were obtained in clinical studies (18–20).
Improvement of 111In-pentetreotide SPECT diagnosis is

needed for small tumors (,2 cm) (21). Although compar-
isons with reference images, such as MRI or CT, is impor-
tant in this case, careful observation of the 111In-pentetreotide
SPECT images is also necessary (22,23). Because SPECT/CT
is not available at our hospital, we have used AC methods to
automate the registration of CT medical images acquired from
different modalities. This technique can be applied at any
imaging facility equipped with a SPECT scanner. We suggest
that institutions without a SPECT/CT scanner consider the
optimal parameters for SPECT practice.
Our study had several limitations. The phantom study set

the tumor and background radioactivity to 16:1. Radioactivity
may not be supported in all clinical cases. Optimization of
EWW may not be enough to allow consideration of only 2
window widths—20% and 15%—of photopeak energy. A va-
riety of EWWs should be compared. We have evaluated the
optimal parameters for SPECT (E-CAM) practice. However, in
other institutions, different SPECT devices may not be exactly
compatible or support the same parameters. As a part of quality
control, each center must check the optimal correction settings
of its own SPECT device. The number of patients was small.
Evaluation of a larger number of patients should be considered.
Moreover, as the study was retrospective, differences in the
types of NETs and distribution of the lesions could not be
controlled. A greater variety of patients, based on grade, age,
and location of lesions, should be compared in a future study.

CONCLUSION

AC and SC of 111In-pentetreotide SPECT can improve
GEP NET imaging, with better contrast and sharper lesion
delineation than is possible with conventional SPECT
imaging. In patients with GEP NETs, optimal setting of
SPECT parameters can improve the diagnostic accuracy of

SPECT images and therefore may lead to better-informed
treatments.
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