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The count per pixel in brain perfusion SPECT images depends on
the administered dose, acquisition time, and patient condition and
sometimes become low in daily clinical studies. The aim of this study
was to evaluate the effect of different acquisition counts on qualita-
tive images and statistical imaging analysis and to determine the
minimum count necessary for accurate examinations.Methods:We
performed a brain phantom experiment simulating normal accumu-
lation of 99mTc-ethyl cysteinate dimer as a brain uptake of 5.5%. The
SPECT data were acquired in a continuous repetitive rotation. Ten
types of SPECT images with different acquisition counts were cre-
ated by varying the number of rotations added. We used normalized
mean squared error and visual analysis. For the clinical study, we
used images of 25 patients. The images were acquired in a continu-
ous repetitive rotation, and we created 6 brain images with different
acquisition counts by varying the number of rotations added from
1 to 6. The contrast-to-noise ratio was calculated from the mean
counts within regions of interest in gray andwhitematter. In addition,
the severity, extent, and ratio of disease-specific regions were evalu-
ated as indices of statistical imaging analysis.Results: For the phan-
tom study, the curve of normalized mean squared error tended to
converge from approximately 23.6 counts per pixel. Furthermore,
the visual score showed that images with 23.6 counts per pixel or
less were barely diagnosable. For the clinical study, the contrast-to-
noise ratio was significantly decreased at 11.5 counts per pixel or
less. Severity and extent tended to increase with decreasing acquisi-
tion counts, and a significant increase was shown at 5.9 counts per
pixel. On the other hand, there was no significant difference in ratios
among different acquisition counts. Conclusion: On the basis of a
comprehensive assessment of phantom and clinical studies, we
suggest that 23.6 counts per pixel or more are necessary tomaintain
the quality of qualitative images and to accurately calculate indices
of statistical imaging analysis.
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Brain perfusion SPECT has an important role in diagnos-
ing the severity of cerebral vascular disorders, determining
their prognosis, and identifying dementia, which contribute

to clinical management of patients (1). SPECT has a lower
spatial resolution than morphologic neuroimaging techni-
ques such as CT and MRI but allows for visualization and
quantification of brain function and metabolism, which are
difficult to evaluate by other modalities.
In addition to visual interpretation, SPECT images can be

interpreted using statistical image analysis such as 3-dimen-
sional stereotactic surface projections (2) and statistical para-
metric mapping (3). In these widely applied methods, the
individual brain image is transformed into a template and
the relative regional uptake is compared voxel by voxel with
the reference database to generate the z score of hypoperfu-
sion (4). The results are projected onto the brain surface to
create a surface representation of the z score (5), which facili-
tates diagnosis in areas that are difficult to assess visually (6).
However, counts per pixel in brain perfusion SPECT

images depend on the administered dose, acquisition time,
and patient condition and sometimes become low in daily
clinical studies. It is well known that statistical noise has a
significant impact on image quality. The relationship between
statistical noise (N) and counts per pixel (n) is expressed as
N ¼ ffiffiffi

n
p

=n3100 (7), where the signal-to-noise ratio of the
SPECT image is proportional to the square root of all counts.
As the number of acquisition counts decreases, statistical
noise increases and image quality deteriorates.
The purpose of this study was to evaluate the effect of dif-

ferent acquisition counts on qualitative images and statistical
imaging analysis and to determine the minimum acquisition
count necessary for accurate examinations. When clinical lim-
itations result in low acquisition counts, we can attend to
interpretation of the qualitative images and the indices.
Although published studies are available on the influence of
acquisition and reconstruction methods (8–10), this is the first
time—to our best knowledge—that minimum acquisition
count has been addressed.

MATERIALS AND METHODS

Phantom Design
A Hoffman 3-dimensional brain (Kyoto Kagaku Co., Ltd.) that

simulates gray-matter and white-matter structures with a 4:1 activ-
ity concentration was used as the phantom (11). This phantom was
filled with a 37 kBq/mL solution of 99mTc. The total activity in the
phantom was 44.4 MBq at the acquisition start. There is assumed
to be a normal accumulation of 99mTc-ethyl cysteinate dimer with
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a dose of 822 MBq as a brain uptake of 5.5% (12). The dose was
determined with reference to the subjects used in the clinical
studies.

Patients
Images of 25 patients (16 men and 9 women; mean age, 75 6

11.3 y) who underwent resting-state brain perfusion 99mTc-ethyl
cysteinate dimer SPECT from March 2016 to March 2019 were ret-
rospectively used. These patients had degenerative nerve diseases
(n 5 22) or cerebrovascular diseases (n 5 3). The imaging diagno-
sis indicated decreased cerebral blood flow in all cases. Permission
for this study was obtained from the hospital ethics committee.

Image Acquisition
In both phantom and clinical studies, the SPECT acquisition was

performed with a dual-head g-camera (Discovery NM/CT 670
Q.Suite Pro; GE Healthcare Japan) equipped with a low-energy high-
resolution collimator. The main energy window was 140.5 keV 6

10% width. The subwindows were set at 159.5 keV 6 3% and
121.5 keV 6 4% for scatter correction. The matrix size was 128 3

128, and the pixel size was 2.94 mm (31.5 zoom). The data were
acquired in continuous mode in a 360� circular orbit (radius of rota-
tion, 150 mm) and 90 projections of a 4� step angle.
For the phantom study, the SPECT acquisition time was set as

3.5 min with 6 rotations and, subsequently, as 7.5 min with 16
rotations (Fig. 1A). For the clinical study, 99mTc-ethyl cysteinate
dimer (Fujifilm Toyama Chemical Co., Ltd.) of 805 6 40.1 MBq
was injected intravenously; 15 min later, images were acquired for
6 rotations at 3.5 min per projection (Fig. 1B).

Image Reconstruction
The SPECT images were reconstructed using filtered backpro-

jection with a Ramachandran filter in the phantom and clinical
studies. A Butterworth filter (order, 16; cutoff frequency, 0.55
cycles/cm) was used for the prefilter for smoothing. The cutoff fre-
quency of 0.55 cycles/cm was optimized in advance by calculating
the normalized mean squared error (NMSE) from high-quality
images with a long acquisition time. Attenuation correction with
the Chang method was performed assuming a uniform attenuation
coefficient of 0.13 cm21 and a 10% attenuation threshold. The

triple-energy-window method (13) was used for scatter correction.
All images were reconstructed on a workstation using Xeleris, ver-
sion 3.1 (GE Healthcare Japan).

Image Evaluation
To measure the mean acquisition counts (counts per pixel), we

drew a region of interest (ROI) surrounding whole brain on the
anterior planar image of the projection data for the phantom
(Fig. 2A) (14). Brain images were created with 10 different acqui-
sition counts (123.6, 92.3, 61.0, 30.8, 23.6, 19.9, 16.0, 12.0, 7.9,
and 4.0 counts per pixel). The NMSE and visual analysis were
used to assess each phantom image.
NMSE. The NMSE is given using the following equation:

NMSE ¼
Xx¼n21

x¼0

Xy¼m21

y¼0
ðf ðx,yÞ2gðx,yÞÞ2

Xx¼n21

x¼0

Xy¼m21

y¼0
f ðx,yÞ2

,

where f (x,y) is equal to the ideal image, g(x,y) is equal to each
phantom image, m means matrix size for y, and n means matrix
size for x. In this study, the ideal image was created by projections
with high acquisition counts (123.6 counts per pixel) to reduce the
statistical noise. To precisely assess the convergence of the NMSE
in relation to acquisition counts, we evaluated the derivative value
of NMSE.
Visual Analysis. Using visual analysis, we scored 10 types of

brain images on the basis of how high the counts were. Five
observers with expertise in nuclear medicine interpreted the trans-
verse images (Fig. 3) To reduce variability in visual analysis, pre-
training was performed using sample images. At that time, we told
the observers to assume clinical use, not scientific use, and to
observe the cortical accumulation. In a masked manner, they
assessed all series and scored them using a scale of 0–4 (4, very
good; 3, sufficient for diagnosis; 2, barely diagnosable; 1, cannot
be diagnosed responsibly; 0, cannot be diagnosed). The average
score for all observers was calculated. The color lookup table was
set to inverted grayscale, and the upper and lower limits of the
window level were set to 0% and 100%, respectively. Further-
more, enlargement and reduction of the images, observation dis-
tance, and observation time were arbitrary. We obtained written
consent for all observers to participate in this study.
By varying the number of added rotations on a workstation, we

created 6 patient brain images comprising different acquisition
counts. The mean acquisition counts were measured by setting an
ROI on the normal or mild side on the anterior planar image of the
projection data (Fig. 2B) (14). Patient images with a minimum of
30 counts per pixel were used. From the results of NMSE and

FIGURE 1. SPECT acquisition protocols in this study. (A) Phan-
tom study. Images are acquired for 3.5 min with 6 rotations and
subsequently 7.5 min with 16 rotations. (B) Brain perfusion
SPECT protocol using 99mTc-ethyl cysteinate dimer in clinical
study. Images are acquired for 21 min [(3.5 min/rotation)3 6 rota-
tions], beginning 15 min after injection.

FIGURE 2. (A) ROI for phantom study set to surround whole
brain on anterior planar image of projection data. (B) ROI for clini-
cal study set to surround normal or mild side on anterior planar
image of projection data.
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visual analysis, we determined the image with 30 counts per pixel
or more to be sufficient for diagnosis.
We used the contrast-to-noise ratio (CNR) and the indices from

the easy z score imaging system (eZIS) (4) to assess the influence
of low acquisition counts on qualitative images and statistical
imaging analysis.
CNR. ROIs were automatically drawn on transverse images using

the 3-dimensional stereotactic ROI template software, and average
reconstructed image counts were calculated by dividing the brain into
12 segments (15). The CNR is given using the following equation:

CNR ¼ ðdecreases in rCBF signal2backgroundÞ=
standard division ðbackgroundÞ,

where decreases in regional cerebral blood flow (rCBF) signal are
the average reconstructed-image counts in an ROI surrounding the
areas diagnosed as decreases in rCBF on brain perfusion SPECT,
background is the average reconstructed image counts of cerebellum
ROIs, and standard division (background) is the standard division of
cerebellum ROIs (16). Therefore, patients with decreases in rCBF in
the cerebellum were excluded from the study. The CNR was ob-
tained from the 6 brain images and normalized by the value of the
6-rotation image.
eZIS Analysis. eZIS analysis discriminates early Alzheimer

disease from other types of dementia using computer-assisted sta-
tistical analysis. The indices of eZIS that characterize decreases in
rCBF in patients with very early Alzheimer disease—namely
severity, extent, and ratio—were calculated, automatically analyz-
ing the specific volume of interest (VOI) in the posterior cingulate
gyrus, precuneus, and parietal cortices. The severity and extent
show the degree and percentage of rCBF decrease in the VOI. The
ratio shows the percentage of rCBF decrease in the VOI to a
whole brain. The severity, extent, and ratio were obtained from

6 brain images of different acquisition counts for each patient and
were normalized by the values of the 6-rotation image. Patients
with degenerative nerve diseases (n 5 22) were analyzed because
eZIS was used in the differential diagnosis of dementia. We per-
formed the eZIS analysis using a Daemon research image proces-
sor, version 1.1.0.0 (DRIP; Fujifilm Toyama Chemical Co., Ltd.)

Statistical Analysis
All statistical analyses were performed using the statistical

package EZR (version 1.38) (17). Visual scores were compared
for differences using the Kruskal–Wallis/Steel test. Wilcoxon
signed-rank testing with the Bonferroni adjustment was used to
analyze CNR, severity, extent, and ratio among all image sets. A
P value of less than 0.01 was considered statistically significant.

RESULTS

Phantom Study
In the curve of NMSE in relation to acquisition counts, a

tendency toward convergence was observed with increasing
acquisition counts (Fig. 4). The curve of the derivative
value of NMSE rapidly increased at low acquisition counts,
followed by saturation as close to zero as possible above
23.6 counts per pixel (Fig. 5).
The visual score increased with increasing acquisition

counts and showed a score higher enough than “2, barely
diagnosable” at 23.6 counts per pixel or more and a score
higher enough than “3, sufficient for diagnosis” at 30 counts
per pixel or more (Fig. 6).

Clinical Study
The CNR was significantly decreased at 11.5 counts per

pixel or less (P , 0.01, Table 1).
Severity and extent tended to increase with decreasing

acquisition counts, and a significant increase was shown at

FIGURE 3. Representative slices of images for visual analysis.
Images were created from 10 types of projection data with differ-
ent acquisition counts (123.6, 92.3, 61.0, 30.8, 23.6, 19.9, 16.0,
12.0, 7.9, and 4.0 counts per pixel).

FIGURE 4. NMSE as function of counts per pixel in brain
phantom.
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5.9 counts per pixel (P , 0.01). On the other hand, ratio was
independent of acquisition counts, and there was no signifi-
cant difference in ratios among acquisition counts (Table 2).
Differences in the average counts per pixel between Tables 1
and 2 were caused by differences in the numbers of patients
analyzed in CNR and eZIS analysis. Figure 7 compares the
6-rotation image (32.9 counts per pixel) with the image

obtained at a low acquisition count (6.2 counts per pixel)
using statistical imaging analysis.

DISCUSSION

Recent dementia practice guidelines recommend use of
morphologic imaging (MRI or CT) to exclude neurosurgical
dementia and then use of functional imaging (brain perfu-
sion SPECT or dopamine transporter scintigraphy) to make
a differential diagnosis (18). Brain perfusion SPECT is
commonly used in differential diagnosis of dementia to
assess the pattern of hypoperfusion for each type of demen-
tia and is also expected to be used for early diagnosis of
Alzheimer disease in patients with mild cognitive impair-
ment (19). On the other hand, in daily practice for patients
with dementia, the characteristic symptoms may force inter-
ruption or shortening of the scan. A consequence is that
they sometimes lead to low acquisition counts. Therefore, it
is important to study the effects of different acquisition
counts and to determine the minimum count necessary for
accurate examinations. We believe that our study will prove
useful in daily clinical practice.
Much previous research has dealt with improving image

quality in brain perfusion SPECT by reducing image noise.
As a result, it is now possible to obtain images with less sta-
tistical noise by optimizing the low-pass filter or using mul-
tipinhole collimators (8,9). Furthermore, it has been
reported that iterative reconstruction technology with reso-
lution recovery algorithms can improve spatial resolution
while suppressing statistical noise (10). However, studies
on decreases in acquisition counts are insufficient, although
such decreases may occur in daily clinical practice.
As a result of the phantom study, we considered 23.6

counts per pixel or more necessary to maintain image quality,
because the NMSE showed a convergence at 23.6 counts per
pixel or more and the score with visual analysis was higher
enough than “2, barely diagnosable” at 23.6 counts per pixel
or more. NMSE is commonly used to optimize the low-pass
filter or the iteration number and well reflects the influence of
statistical noise on SPECT images (8,10). Furthermore, it was
assumed that statistical noise did not affect the ideal image of
the NMSE because we reconstructed the ideal image from
projection data with statistical noise lower than 10%, apply-
ing an optimized Butterworth filter. In addition, visual assess-
ment by scoring is also widely used in nuclear medicine
imaging (20). Therefore, the obtained results are reliable.
In the clinical study, the value of CNR showed a signifi-

cant decrease at 11.5 counts per pixel, and we decided that
17.2 counts per pixel or more did not affect the detection of
decreases in rCBF. The severity and extent tended to
increase with decreasing acquisition counts, and a signifi-
cant increase was shown at 5.9 counts per pixel (P , 0.01).
It was assumed that statistical noise was determined as a
hypoperfusion area in the specific VOI during eZIS analysis
(21), and we need to note false-positives in differential
diagnosis of dementia using eZIS analysis. We decided that

FIGURE 6. Relationship between average visualization score
and each range of counts per pixel. *Versus 40 counts per pixel
or more, P, 0.01.

FIGURE 5. Differential value of NMSE as function of counts per
pixel.
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11.6 counts per pixel or more did not affect the severity and
extent. The minimum acquisition count for severity and
extent is lower than that for CNR because of the smoothing
process included in the eZIS analysis process (22). On the
other hand, the ratio was independent of the acquisition
counts, suggesting that the statistical noise influenced not
only the specific VOI but also the whole brain. The phan-
tom study simulated normal human brain, whereas the clini-
cal study addressed detection of cerebral hypoperfusion.

Therefore, we considered that differences occurred between
visual analysis in the phantom study and the results of the
clinical investigation.
On the basis of comprehensive assessment of phantom

and clinical studies, we determined that 23.6 counts per
pixel were the minimum to maintain the quality of qualita-
tive images and to accurately calculate indices of statistical
imaging analysis. Generally, more than 100 counts per pixel
were needed to suppress statistical noise (7). Stelter et al.
(23) also suggested 50 counts per pixel or more for suffi-
cient image quality. We considered that our result differed
from previous studies because this research dealt with the
minimum acquisition count, not with sufficient image qual-
ity. The presence of cerebral ventricles in the ROI that we
set may also affect the acquisition counts. For routine brain
perfusion SPECT examinations, we recommend using the
proposed minimum acquisition count either as the criterion
for reexamination or as a warning to the physician.
There were some limitations to this study. First, we cate-

gorized 10 types of brain images to 5 scales of image qual-
ity by visual analysis, but having 5 scales of image quality
is actually vague and may include various aspects of image
quality such as observer preference. Therefore, when setting
the cutoff for the counts, we selected 30.0 counts per pixel
or 23.6 counts per pixel, at which the score was higher
enough than 3 or 2 to have margins. Further study should
be conducted to clarify the differences in the 5 scales and to
reveal the relationship between less-than-ideal image qual-
ity and diagnostic accuracy. A second limitation was the
difference between the devices. Differences in reconstruc-
tion methods, low-pass filters, or various correction meth-
ods are surmised to affect the minimum acquisition count.

TABLE 1
Average and SD of CNR at Different Counts per Pixel in patients with degenerative nerve diseases (n 5 22) and

cerebrovascular diseases (n 5 3)

Parameter 6 rotations 5 rotations 4 rotations 3 rotations 2 rotations 1 rotation

Counts per pixel 33.6 (64.25) 28.3 (63.55) 22.7 (62.86) 17.2 (62.17) 11.5 (61.45) 5.9 (60.73)
Normalized CNR 1.00 (60.0) 0.99 (60.08) 0.96 (60.10) 0.92 (60.16) 0.84 (60.17)* 0.56 (60.25)*

*Versus 33.6 counts per pixel, P , 0.01.

FIGURE 7. Typical brain perfusion images using statistical
image analysis obtained at different counts in patient: reference
images obtained at 32.9 counts per pixel (A) and images obtained
at 6.2 counts per pixel (B). False-positives were observed in spe-
cific VOI (red border).

TABLE 2
Average and SD of Indices (Severity, Extent, and Ratio) at Different Counts per Pixel in Patients with Degenerative Nerve

Diseases (n 5 22)

Parameter 6 rotations 5 rotations 4 rotations 3 rotations 2 rotations 1 rotation

Counts per pixel 33.9 (64.45) 28.5 (63.72) 22.9 (62.99) 17.3 (62.28) 11.6 (61.52) 5.9 (60.77)
Normalized severity 1.00 (60.0) 1.01 (60.05) 1.05 (60.06) 1.05 (60.08) 1.07 (60.15) 1.50 (60.47)*
Normalized extent 1.00 (60.0) 1.00 (60.12) 1.11 (60.15) 1.18 (60.55) 1.11 (60.41) 2.34 (62.12)*
Normalized ratio 1.00 (60.0) 0.97 (60.11) 1.02 (60.14) 1.01 (60.51) 0.84 (60.28) 1.33 (61.17)

*Versus 33.9 counts per pixel, P , 0.01.
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But we considered the results of statistical imaging analysis
to be widely applicable to other devices because the analy-
sis reduces differences between devices by anatomic stan-
dardization and smoothing. The minimum acquisition count
can lead to precise diagnosis and shorter scan times. Fur-
thermore, in young patients, use of a minimum count is
expected to reduce radiation exposure by optimizing the
radiopharmaceutical dose. Therefore, in the future, it is
desirable to determine the minimum acquisition count, con-
sidering differences between devices.

CONCLUSION

On the basis of this comprehensive assessment of phan-
tom and clinical studies, we suggest that 23.6 counts per
pixel or more are necessary to maintain the quality of quali-
tative images and to accurately calculate indices of statisti-
cal imaging analysis. The proposed minimum acquisition
count will help raise the reliability of brain perfusion
SPECT, such as by serving as the criterion for reexamina-
tion or as a warning to the physician.
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KEY POINTS

QUESTION: What is the minimum acquisition count for
brain perfusion SPECT?

PERTINENT FINDINGS: In this phantom and clinical
study, the minimum acquisition count was 23.6 per pixel.

IMPLICATIONS FOR PATIENT CARE: The proposed
minimum acquisition count will help raise the reliability of
brain perfusion SPECT.
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