Semiautomatic Region-of-Interest Validation at the Femur in $^{18}$F-Fluoride PET/CT

Tanuj Puri$^{1,2}$, Glen M. Blake$^3$, Kathleen M. Curran$^2$, Hamish Carr$^4$, Amelia E.B. Moore$^3$, Niall Colgan$^{2,5}$, Martin J. O’Connell$^6$, Paul K. Marsden$^1$, Ignac Fogelman$^3$, and Michelle L. Frost$^3$

$^1$PET Imaging Centre, Imaging Sciences and Biomedical Engineering, St. Thomas’ Hospital, King’s College London, London, United Kingdom; $^2$School of Medicine and Medical Sciences, University College Dublin, Dublin, Ireland; $^3$Osteoporosis Screening and Research Unit, Imaging Sciences and Biomedical Engineering, Guy’s Hospital, King’s College London, London, United Kingdom; $^4$University of Leeds, Leeds, United Kingdom; $^5$College of Medicine, Swansea University, Wales, United Kingdom; and $^6$Mater Misericordiae University Hospital, Dublin, Ireland

The assessment of regional skeletal metabolism using $^{18}$F-fluoride PET ($^{18}$F-PET) requires segmentation of the tissue region of interest (ROI). The aim of this study was to validate a novel approach to define multiple ROIs at the proximal femur similar to those used in dual x-ray absorptiometry. Regions were first drawn on low-dose CT images acquired as a routine part of the PET/CT study and transferred to the $^{18}$F-PET images for the quantitative analysis of bone turnover. Methods: Four healthy postmenopausal women with a mean age of 65.1 y (range, 61.8–70.0 y), and with no history of metabolic bone disorder and not currently being administered treatment affecting skeletal metabolism, underwent dynamic $^{18}$F-PET/CT at the hip with an injected activity of 180 MBq. The ROIs at the proximal femur included femoral shaft, femoral neck, and total hip and were segmented using both a semiautomatic method and manually by 8 experts at manual ROI delineation. The mean of the 8 manually drawn ROIs was considered the gold standard against which the performances of the semiautomatic and manual methods were compared in terms of percentage overlap and percentage difference. The time to draw the ROIs was also compared. Results: The percentage overlaps between the gold standard and the semiautomatic ROIs for total hip, femoral neck, and femoral shaft were 86.1%, 37.8%, and 96.1%, respectively, and the percentage differences were 14.5%, 89.7%, and 4.7%, respectively. In the same order, the percentage overlap between the gold standard and the manual ROIs were 85.2%, 39.1%, and 95.2%, respectively, and the percentage differences were 19.9%, 91.6%, and 12.2%, respectively. The semiautomatic method was approximately 9.5, 2.5, and 67 times faster than the manual method for segmenting total-hip, femoral-neck, and femoral-shaft ROIs, respectively. Conclusion: We have developed and validated a semiautomatic procedure whereby ROIs at the hip are defined using the CT component of an $^{18}$F-PET/CT scan. The percentage overlap and percentage difference results between the semiautomatic method and the manual method for ROI delineation were similar. Two advantages of the semiautomatic method are that it is significantly quicker and eliminates some of the variability associated with operator or reader input. The tube current used for the CT scan was associated with an effective dose 8 times lower than that associated with a typical diagnostic CT scan. These results suggest that it is possible to segment bone ROIs from low-dose CT for later transfer to PET in a single PET/CT procedure without the need for an additional high-resolution CT scan.

Key Words: $^{18}$F-PET/CT; femur; bone; region of interest; validation


The assessment of regional bone turnover is important in the understanding of the pathophysiology of metabolic bone diseases such as osteoporosis. Studies of the differential response between cortical and trabecular bone to aging, disease, and treatment may provide a better understanding of mechanisms of action of novel treatments currently being developed for osteoporosis (1,2) and allow insight into the role of regional bone turnover as a risk factor for fracture. The functional imaging technique of dynamic $^{18}$F-fluoride PET ($^{18}$F-PET) offers a noninvasive method for quantifying bone turnover at specific sites in the skeleton, such as the spine and hip. The use of this technique has been validated by comparison with the gold standard of bone biopsy (3,4).

To quantify bone turnover at the femur, dynamic $^{18}$F-PET analysis involves parameter estimation from mathematic modeling of the $^{18}$F-fluoride kinetics using an input function (i.e., tracer concentration in arterial plasma) from the femoral artery and time–activity curves (i.e., tracer concentration over time) from appropriately defined regions of interest (ROI) in the skeleton (5,6). The definition of ROIs on the PET images themselves is difficult because of low spatial resolution, high noise, low tracer uptake, and anatomic landmarks or boundaries that are difficult to visualize. Moreover, the manual ROI definition by experts is a time-consuming process and is susceptible to high variability.

The introduction of PET/CT systems gives the option of automatically segmenting bone ROIs from the CT images. Segmentation of bone from CT images is traditionally performed using thresholding based on Hounsfield units followed...
by techniques such as connectivity or seeded region growing. In general, this approach is reasonably successful because the CT values of bone are greater than those of the surrounding tissues. However, automatic bone segmentation by a global thresholding technique is difficult in some regions such as the hip joint, in which individual bone structures such as the femoral neck and trochanter are physically contiguous. The problem becomes more challenging when one is relying on the low-dose CT scans acquired for a PET/CT study, because these provide lower-resolution images than those acquired using standard CT.

Several techniques have been proposed in the literature to automatically segment femur from pelvis, femoral head, or acetabulum on CT images (7–9). However, no studies have been performed to validate techniques to define ROIs at multiple sites within the femur, similar to those used in dual x-ray absorptiometry (DXA) (10). In addition, previous studies did not use these ROIs to generate time–activity curves from PET data at the femur for the quantitative analysis of bone turnover and did not allow for the separate segmentation of cortical and trabecular bone. And finally, previous CT images were acquired using a 10–15 times higher tube current to obtain a higher signal-to-noise ratio, thus exposing the patients to a high level of radiation (7,11–13).

The main aim of this study was to validate a novel semi-automatic and time-efficient approach to define the ROIs at multiple sites within the proximal femur on the CT dataset, similar to the ROIs used in DXA but extended to 3-dimensional space. We also investigated whether ROIs could be defined semiautomatically on the CT component of the PET/CT images for later transfer to the PET images to generate tissue time–activity curves for the dynamic quantification of bone turnover. The ROI segmentation from the semiautomatic method was validated against a gold standard generated from manual analysis by a group of experts (14,15) using percentage overlap and percentage volume difference.

MATERIALS AND METHODS

Subjects

A total of 4 postmenopausal women with a mean age of 65.1 y (range, 61.8–70.0 y) who had volunteered to participate in an osteoporosis research study were recruited. All subjects had to be older than 50 y and at least 5 y past menopause. A medical history was taken for all subjects, including recent and current medication use. Subjects were excluded at screening if they had a history of bone disease or were undergoing any treatments known to affect bone metabolism. Standard laboratory tests of serum calcium; albumin-corrected calcium; alkaline phosphatase; phosphate; liver, renal, and thyroid profiles; erythrocyte sedimentation rate; full blood count; and parathyroid hormone were assessed at screening and were found to be within normal limits for all subjects. DXA bone mineral density measurements at the lumbar spine (L1–L4), femoral neck, total hip, and whole body were performed using a Discovery device (Hologic Inc.). Women were not excluded if they were found to have low bone density (osteopenia) or osteoporosis using the criteria from the World Health Organization for diagnosing osteoporosis (16), but they could not commence any medication to reduce fracture risk until all study visits had been completed. Of the 4 subjects, 2 were classified as nonosteoporotic and 2 were classified as osteoporotic on the basis of the lumbar spine and total-hip results. Informed written consent was obtained from each participant, and this project received ethical approvals from the University College Dublin Human Research Ethics Committee–Sciences (HREC-LS) Committee, St. Thomas Hospital Research Ethics Committee, and Administration of Radioactive Substances Advisory Committee.

Image Acquisition and Reconstruction

Each subject underwent dynamic 18F-fluoride PET/CT at the hips performed on a Discovery ST scanner (GE Healthcare). Subjects were positioned to include the acetabulum to mid femur within the axial field of view of 15.4 cm. Subjects were injected with 180 MBq of 18F-fluoride. A large hook-and-loop strap was used to minimize patient movement during scan acquisition. The scanner start time was marked as the zero reference; the dose injection started at 10 s and was given over 10 s. A 10-mL saline flush was injected at 20 s and given over 10 s. Each 60-min dynamic scan resulted in 24 × 5, 4 × 30, and 14 × 240 s time frames. The PET scans were reconstructed using filtered backprojection with a 6.3-mm Hanning filter. PET scans were attenuation-corrected using CT data. The attenuation-corrected PET images resulted in 47 slices in each frame (each slice, 128 × 128 pixels), where each pixel measured 2.734 × 2.734 × 3.27 mm in the x, y, and z directions, respectively. The CT dataset resulted in static scans of 47 slices (each slice, 512 × 512 pixels), where each pixel measured 0.977 × 0.977 × 0.327 mm in the x, y, and z directions, respectively. Other CT parameters included 4 detector slices; a pitch length of 1.5 mm, with a speed of 33 mm per rotation; a rotation time of 0.8 s; a tube current of 10-mA and 140-kV potential; a helical thickness of 5 mm; and a beam collimation of 20 mm.

Semiautomatic ROI Definition Method

The study was performed using in-house software developed with MATLAB (The MathWorks). We started by noting that the proximal femur consists principally of 2 types of bone: a rigid outer shell formed of cortical bone and an internal honeycomb structure of trabecular bone. Where the cortical bone is thinnest, as, for example in the femoral neck, the risk of fracture is highest and is aggravated during the development of osteoporosis (17). We distinguished 3 ROIs in the proximal femur: the femoral shaft, femoral neck, and total hip. The ROIs were defined to be comparable with those used in DXA (Fig. 1) (10). Each of these regions poses different challenges; thus, we discuss each separately. The semiautomatic algorithm required 2 initial landmarks to be defined by the user (Fig. 1): the slice in which the greater trochanter meets the femoral neck, as represented by landmark 1 in Figure 1, and the slice in which the medial border of the lesser trochanter can be identified, as represented by landmark 2 in Figure 1.

After these 2 landmarks were manually defined, the semiautomatic algorithm was used to segment the 3 ROIs.

Femoral-Shaft ROI

The region below the lesser trochanter is mainly cortical bone in the shape of a hollow cylinder. The annular ROI from this region ensures the inclusion of counts only from cortical bone. Moreover, the shaft is generally well aligned, vertically forming a hollow cylinder. The resulting cross-section of the cortical bone in the femoral shaft consists of an annulus, which was easily segmented with a threshold value of 50% of maximum intensity based on Hounsfield units. Slices 42–46 were used to segment the cortical
The segmentation of cortical bone involved a combination of iterative thresholding and canny edge detection. The gaps in the boundary were joined using a dilation-and-erosion operation. The segmentation started from the slice in which the greater trochanter was first visible and ended 3 slices (1 cm) below the lesser trochanter (which is automatically calculated), ensuring the inclusion of most of the trabecular bone in the proximal femur as measured on a DXA scan. The segmented region is shown in Figure 2C.

**Manual Tracing**

The manual ROIs were traced by 7 radiographers trained at ROI delineation and an expert medical physicist with mean imaging experience of 12.7 y (range, 3–24 y). All the manual ROIs were also drawn using MATLAB with identical physical conditions. Each dataset was manually traced once by each expert. The average of all manual ROIs was considered the gold standard (14,15). Femoral-shell ROIs were drawn on slices 42–46. The total-hip ROIs were drawn from the slice in which the uppermost tip of the greater trochanter was first visualized up to 3 slices (1 cm) below the lesser trochanter. The femoral-neck ROIs were drawn where the trabecular bone was best visualized in the femoral-neck region, approximately 20 mm deep inside the neck toward the femoral head.

The ROIs were drawn on the left and right femurs on all 4 datasets. The time required to draw the ROIs was also recorded. The software displayed the CT data in axial and coronal planes, with fixed window width and window center to present the data with consistent visual effects or perception. The images were initially presented at a fixed zoom; however, users were given full control to zoom, unzoom, and pan the images further. The manual traces were permitted only on axial slices using a point-based method. An additional functionality was provided that mapped the ROIs drawn on axial data onto coronal slices. The target ROIs were explained to all observers, who were also provided with a guidance sheet describing them.

**ROI Validation**

The semiautomatic ROI method was validated by comparison with the gold standard ROIs obtained by averaging the manual regions drawn by experts. The gold standard in our case was the average of all ROIs drawn by the experts. The average region was calculated as shown in Figure 3 (18). In this figure, we show 2 different examples of the average boundary being calculated from 2 overlapping ROIs using our algorithm. For 2 overlapping ROIs, the centroid of the 2 regions is calculated, and then from this common centroid the mid boundary of the 2 regions is marked over the whole circular range such that the distance between the boundary of the first region to the averaged boundary is equal to the distance between the boundary of the second region and the averaged boundary when measured along the same direction.
FIGURE 3. Two different examples of mean region (solid ovals) estimation using mean point–based distance between 2 regional boundaries (dashed ovals and dotted ovals). A color version of this figure is available as a supplemental file at http://tech.snmjournals.org.

Statistical Analysis

We analyzed 3 different regional traces—namely, femoral shaft, femoral neck, and total hip—on the left and right hips for 4 subjects. Twenty-four volumes (3 ROIs × 8 datasets [including left and right sides]) were traced by each observer and our semiautomatic method. Therefore, a total of 216 volumes (24 × [8 observers + 1 semiautomatic]) were available for analysis. Percentage overlap, percentage difference, and time to draw the ROIs were used to examine the performance of the new method.

The dice similarity coefficient (DSC) \((19)\) is an index for overlap-region analysis comparing the similarities between ROIs drawn by 2 different methods. For any 2 regions \(R_1\) and \(R_2\), the DSC index can be defined as the ratio of overlap between the 2 regions and the mean of the 2 regions. The DSC ranges from zero, for complete disassociation, to unity, for perfect overlap between \(R_1\) and \(R_2\). DSC × 100 gives the percentage overlap as in Equation 1.

\[
\text{Percentage overlap} (R_1, R_2) = \left( \frac{R_1 \cap R_2}{\frac{R_1 + R_2}{2}} \right) \times 100. \quad \text{Eq. 1}
\]

The values of DSC above 70% show clinically acceptable agreement between the 2 segmented regions \((20–22)\). The DSC index is the most popular criterion used in the literature for ROI validation studies \((23–25)\), as it is considered the special case of \(\kappa\)-statistics \((21)\).

Interobserver variability was accessed using percentage volume overlap and differences between the gold-standard ROI and each manually drawn ROI. The semiautomatic method showed better agreement with the gold standard than did the manual method in terms of percentage overlap for femoral-shaft and total-hip regions. The percentage differences between the gold standard and semiautomatic ROIs were less than the percentage differences between the gold standard and manual ROIs for all regions except the femoral neck. The time to draw the ROIs manually and semiautomatically is shown in Table 3.

Our semiautomatic method was found to be approximately 67, 2.5, and 9.5 times faster, respectively, than the manual method for segmenting the femoral-shaft, femoral-neck, and total-hip regions.

Figure 4 shows the mean of time–activity curves generated from the femoral-shaft, femoral-neck, and total-hip regions after the ROIs were transferred to the dynamic PET/CT dataset.

**DISCUSSION**

The technique of \(^{18}\text{F}\)-PET is a valuable research tool for the quantitative assessment of regional bone metabolism at clinically important sites such as the lumbar spine and hip. Studies using PET require ROIs to be drawn enclosing the boundary of the tissue that is to be quantified. The gold-standard method to define a region manually by an expert is time-consuming, susceptible to high variability, and not feasible in routine clinical practice. Therefore, semiautomatic or fully automatic methods are preferred. In this study, we defined multiple ROIs within the proximal femur semiautomatically and validated them against a gold standard defined by the average ROI drawn by 8 experts. We also compared the time to draw ROIs manually and semiautomatically by our new method.

| TABLE 1 | Percentage Overlap and Differences Between Gold Standard and Semiautomatically Segmented ROIs |
|---------|-----------------------------------------------------|---------------------------------|--------------------------|-----------------------|
| Total hip | Femoral neck | Femoral shaft |
| Gold standard vs. semiautomatic | Mean | SD | Mean | SD | Mean | SD |
| Percentage overlap | 86.1 | 5.9 | 37.8 | 15.9 | 96.1 | 3.3 |
| Percentage difference | 14.5 | 12.5 | 89.7 | 44.2 | 4.7 | 6.0 |
The manual ROI delineation on the PET scans is difficult because PET images have low spatial resolution, have low signal-to-noise ratio, show only metabolic activity on the scan, and do not give any structural information on the tissue or region. For these reasons, high-resolution CT images of the region under study might be required for the definition of ROIs and then for later transfer to PET data for quantification. However, we have shown that the use of PET/CT is simple, time-efficient, and cost-effective; limits patients to exposure to a relatively low radiation dose; and allows a single procedure without the need to obtain an additional CT scan for quantification of the PET data. The use of low-dose parameters for CT acquisitions with a tube current of 10 mA resulted in an effective dose to the subject of 0.8 mSv while providing enough contrast in the low-resolution CT scan for accurate segmentation of the bone tissue at the proximal femur. For diagnostic-quality CT scans of the pelvis with a tube current of 80 mA, the effective dose would have been 7 mSv, 8 times higher than the dose used in the present study.

The semiautomatically drawn ROIs were assessed by comparison with the gold standard in terms of the percentage overlap to show the strength of agreement. The semiautomatically segmented total-hip and femoral-shaft regions showed high overlap greater than the 70% figure for acceptable agreement, but the femoral neck had much poorer overlap (Table 1). The interoperator variability measured as percentage differences was higher for the manual method than the semiautomatic method for all 3 ROIs (Tables 1 and 2). The manual boundary definition might vary according to an individual’s perception, giving a lower percentage overlap and larger percentage difference than boundaries drawn semiautomatically. The percentage overlap between the gold standard and each manual method was lower than that obtained between the gold standard and our method, showing the superiority of our semiautomatic algorithm over manual segmentation. The total-hip and femoral-shaft ROIs showed a small difference, but the results were much worse for the femoral neck.

The results expressed in Table 1 appear to show that the semiautomatic method failed to segment the femoral-neck ROI because the percentage overlap for this region did not reach the clinical acceptance level of 70% when assessed against the gold standard. However, this result was due to the high variability in drawing the manual femoral-neck boundaries on axial slices—as is clearly evident from Table 2 (percentage difference is 91.6)—making the average femoral-neck region obtained from manually drawn boundaries unreliable. On visual inspection of the femoral-neck ROI drawn by each expert, we concluded that the semiautomatically defined ROIs were more reliable than those drawn manually (despite low percentage overlap and high percentage difference).

It is clear from Table 3 that ROIs within the femur are drawn more quickly using the semiautomatic method than the manual method. Measurement of standardized uptake values at these sites using the semiautomatic method could be useful in clinical routine, because previous studies have shown a good correlation between standardized uptake value and dynamic quantitative parameters obtained using nonlinear regression at highly metabolically active skeletal sites (27–29).

Some studies have compared the volumes of automatically drawn ROIs and manually drawn ROIs in terms of Bland–Altman and correlation coefficients. We did not use this approach because 2 completely different ROI definitions can have exactly the same volume or perimeter, and comparing the volumes of different boundaries is not an adequate test, as was pointed out by Bourantas et al. (14).

Because the femoral-shaft ROI gives a measurement of pure cortical bone and the total-hip ROI gives a measurement of a mixture of trabecular and cortical bone—measurements that can help in understanding the metabolic differences in these 2 types of bones—these ROIs seem to be the best choice for measuring bone turnover for osteoporotic studies. Using these ROIs might also aid in measuring the differential response to certain drugs of both types of bones at the femur. The total-hip ROI is the largest region at the proximal femur that we measured, with the largest number of counts. Although it would be interesting to investigate the metabolic differences within the total-hip region by comparison with the metabolic responses of pure cortical and pure trabecular bone, because of the low resolution of the scanner it was not possible to segment the trabecular bone alone. The femoral-neck ROI is smaller and has fewer counts. This region also contains a mixture of 2 types of bone, but because most

<table>
<thead>
<tr>
<th>Gold standard vs. manually drawn ROI</th>
<th>Total hip</th>
<th>Femoral neck</th>
<th>Femoral shaft</th>
</tr>
</thead>
<tbody>
<tr>
<td>Percentage overlap</td>
<td>Mean</td>
<td>SD</td>
<td>Mean</td>
</tr>
<tr>
<td></td>
<td>85.2</td>
<td>42.9</td>
<td>39.1</td>
</tr>
<tr>
<td>Percentage difference</td>
<td>19.9</td>
<td>15</td>
<td>91.6</td>
</tr>
</tbody>
</table>

**Table 2**

Percentage Overlap and Differences Between Gold Standard (Mean of 8 Manually Drawn ROIs) and Manually Drawn ROIs (Each Separately Drawn Manual ROI)

<table>
<thead>
<tr>
<th>Time (s)</th>
<th>Total hip</th>
<th>Femoral neck</th>
<th>Femoral shaft</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>Mean</td>
<td>SD</td>
<td>Mean</td>
</tr>
<tr>
<td>Semi-automatic</td>
<td>94.5</td>
<td>18.6</td>
<td>49.0</td>
</tr>
<tr>
<td>Manual</td>
<td>895.3</td>
<td>371.9</td>
<td>120.1</td>
</tr>
</tbody>
</table>

**Table 3**

Time to Draw ROIs Manually and Semiautomatically

ROI VALIDATION USING 18F-PET/CT • Puri et al.
fractures at the femur occur at the femoral neck, it might still be a useful region to study, even with the uncertainties associated with defining an ROI at this site.

Because ROIs on PET images are affected by partial-volume effects due to low resolution, it could be debated whether defining ROIs on CT images and then transferring them to PET images is suitable. In this regard, smaller regions (especially those that are < 2 times the spatial resolution of the PET scanner) would be affected by partial-volume effects the most. In this study, the size of total-hip and femoral-shaft ROIs was greater than twice the spatial resolution of the PET scanner. However, the method gave reasonable estimates of the bone time–activity curve (Fig. 4), and these estimates are expected to be better than those obtained through manual delineation on PET images, followed by thresholding (which would account only for regions with activity above a certain threshold).

The main limitation of this study was the small sample size, chosen because manual segmentation is time-consuming. Each expert took on average 45 min to draw all 3 ROIs (taking into account the time to handle the software, load the images, visualize the data, browse through the slices, map the ROIs drawn on axial slices to the sagittal plane, and save the ROI drawn) on 1 dataset, and therefore including more datasets in the study was not practical. To compensate for the small dataset, we increased the number of experts participating, thus giving a realistic evaluation of the interobserver variation and higher statistical significance for the derivation of the manual gold standard. The transfer of ROIs from CT to PET used mapping and alignment as a result of dual-modality PET/CT, and a previous study on the same scanner revealed a root-mean-square target-registration error of 6 mm for PET/CT alignment (30). Rigid-body PET/CT point-based registration performed better than did the PET/CT alignment and gave a root-mean-square target-registration error of 3 mm (30). However, external markers were not used in the present study; therefore, PET/CT alignment was used for the transfer of segmented regions from CT to dynamic PET data.

CONCLUSION

We have developed and validated a semiautomatic procedure whereby ROIs at the hip are defined using the CT component of an 18F-PET/CT scan. The percentage overlap and percentage difference between the semiautomatic and the manual-definition methods for deriving ROIs were similar. Two advantages of the semiautomatic method are that it is significantly quicker and that it eliminates some of the variability associated with operator or reader input. The tube current used for the CT scan was associated with an effective dose 8 times lower than that associated with a typical diagnostic CT scan. These results suggest that it is possible to segment bone ROIs from low-dose CT images for later transfer to PET images in a single PET/CT procedure without the need for an additional high-resolution CT scan. This technique may aid in understanding the role of bone metabolism in the pathophysiology of osteoporosis and other metabolic bone diseases and may aid in assessing the effects of novel treatments at the femur.

ACKNOWLEDGMENTS

We thank all the observers who took part in the study from the Diagnostic Imaging Department at the UCD, including Shane Foley, Edel Thomas, Majella McCaffrey, Jonathan McNulty, Joanna Lowe, and Dr. Louise Rainford, and the staff at the PET Imaging Centre at St Thomas’ Hospital for their excellent technical support. This work was funded by the Health Research Board in Ireland under grant RP/2007/319. No other potential conflict of interest relevant to this article was reported.

REFERENCES


